Hydrophilic polymer embolism induced acute transcatheter aortic valve thrombosis: a novel complication.
Hydrophilic polymer coated introducer sheaths and medical devices are widely used in interventional cardiology. Despite the potential procedural advantages that these provide, a risk of polymer embolization has been recently reported. We describe the first reported case of hydrophilic polymer induced acute transcatheter aortic valve thrombosis.